Abstract-Evidence suggests that wheelchair (WC) users are exposed to unhealthy levels of vibration during WC use. Health risks associated with vibration exposure include vertebral disc degeneration and back pain, which may consequently decrease the function and independence of WC users. Some evidence suggests that the cushions used in WCs may amplify vibrations, although conclusive evidence has not been presented in the literature. This study evaluated and compared the transmissibility of commercially available WC cushions with two laboratory test methods: (1) direct measurement of transmissibility while human subjects propelled a WC over a road course with different cushions and (2) characterization of cushions with a material testing system (MTS) combined with mathematical models of the apparent mass of the human body. Results showed that although dynamic characterization of WC cushions is possible with an MTS, the results did not correlate well with the transmissibility obtained in the WC road course. Significant differences were found for transmissibility among the cushions tested, with the air-based cushions having lower transmissibility than the foam-or gel-based cushions.
INTRODUCTION
Strine and Hootman estimate that 31 percent of the U.S. population has back and neck pain, the second leading cause of disability and a major cause for low job satisfaction [1] . Among wheelchair (WC) users, the prevalence of back and neck pain is approximately double. Studies by Boninger et al. and Siddall et al. found that approximately 60 percent of people with disabilities who use WCs have back or neck pain [2] [3] . They also found that 60 percent of their subjects visited the doctor because of their pain and 40 percent of them had to limit their daily activities. This increase in prevalence of back pain implies that WC users may have more exposure to risk factors for neck and back pain, such as inadequate postural support, stress, depression, vibration, and other physical and psychosocial factors [1, 3] . However, little research about the cause of neck and back pain in WC users has been conducted.
Because vibration exposure occurs in many occupational and recreational activities (such as sitting and driving), many studies have been conducted to determine its health consequences [4] [5] [6] [7] . Vibration exposure that occurs while the whole body is supported by a vibrating surface, referred to as whole-body vibration (WBV), has been found to have an effect on humans' health, activities, and comfort [8] . The effects (either therapeutic or detrimental) of vibrations in an individual are related to the characteristics of the individual (physiological, psychosocial, and physical) and the vibrations (frequency, magnitude, duration, direction, etc.) [9] . For instance, low-magnitude, high-frequency WBV is effective at increasing bone mineral density [10] ; WBV at frequencies lower than 0.5 Hz can cause motion sickness and discomfort [8] ; and WBV exposure of long duration and at frequencies near the body's resonance frequency (4-12 Hz) transmits motion in excess of the input and can be detrimental to health [8] .
Several studies have reported that WBV exposure as well as poor sitting posture are risk factors for low back pain [4] [5] [6] [7] [11] [12] . Motor vehicle driving has been identified as the most common way to transmit WBV [13] . As a result, research in the field has led the International Organization for Standardization (ISO) to develop standards for assessing translational human exposure to WBV. These standards prescribe how to measure and assess vibration exposure and provide a "health guidance zone," which conveys the potential for health consequences based on the duration and amplitude of the WBV exposure [14] .
Although most of the investigations of WBV exposure have been conducted on motor vehicle operators, it is logical that other seated individuals may be exposed to similar risks. WC users, for example, are also exposed to levels of vibration that enter the health guidance zone [9, [15] [16] [17] [18] . VanSickle et al. studied the dynamic reaction forces and moments applied to WC frames during laboratory and field tests [18] . Three important conclusions were drawn from this study: (1) both the WC and the user are exposed to infrequent but high-magnitude shocks; (2) the rider seems to absorb most of this energy; and (3) WC users are exposed to some high-impact vibrations of 50 m/s 2 or greater each day, which exceed the safety threshold indicated by the ISO standards. The authors suggested that proper manual WC suspension design could absorb a large amount of the energy from these shocks.
Other researchers have focused on the analysis of vibrations transmitted to the WC because of the texture of the roads. Wolf et al. found a positive correlation between the root-mean-square vertical vibration transmitted to the WC and the orientation and surface bevel size of concrete pavers [15] . Others have studied vibrations experienced by the WC user relative to the WC's characteristics. For instance, DiGiovine et al. found that ultralightweight WCs have better ergonomics and ride comfort than lightweight WCs [12] . Cooper et al. found that although suspension elements added to WCs can help reduce vibration exposure, peak accelerations in the frequency range harmful to humans are still transmitted [16] .
Evidence exists that seat cushions may also influence the transmission of vibrations from the WC frame to the human body. For instance, in a study by DiGiovine et al. to evaluate the transmission of vibrations to everyday WC users, the authors found that, on average, the individuals' personal seating systems transmitted significantly more vibration than the seating system that performed best of the 16 combinations tested [9] . Although all the seating systems-human bodies tended to amplify vibrations in the frequency range harmful to humans as defined by ISO 2631-1 [14] , this study suggests that cushion characteristics such as wear, age, material properties, and configuration significantly influence the transmission of vibrations. Other studies that compared the ability of seat cushions to minimize vibration exposure during manual WC propulsion support these results. For instance, Wolf et al. and DiGiovine et al. suggest that cushions made with a combination of foam and air transmit fewer impact and cyclic vibrations [19] [20] . These studies also provide important findings about how vibrations are transmitted. They found that high-impact shocks were reduced whereas cyclic vibrations were amplified when accelerations at the head were compared with those measured under the seat cushion. These results demonstrated that the human body and seating system absorb the energy of high-impact vibrations, while cyclic vibrations in the same frequency range as the natural frequencies of the human body appear to be amplified [20] .
Although the research cited previously provides some evidence that WBV exposure may contribute to back and neck pain among WC users, the individual role of the cushion, which would be the first line of protection against WBV, is not well understood. This is because in previous studies that assessed vibration exposure in WC users, measurements were collected below the seat cushion and in some cases at the head [9, [19] [20] , which combines the cushion and subject into one mechanical unit. These methods attempt to represent WC cushion transmissibility by the input acceleration below the WC cushion under the output acceleration measured at the head, which underestimates the energy absorbed by the human body.
The dynamic response of the seating system to vibrations needs to be characterized independently of the human body to better understand whether harmful vibrations are entering the body (Figure 1) . Methods for characterizing seat cushion transmissibility with a seated human subject have been defined in the literature [8, 21] . However, these methods require a human subject to be seated on an indenter on top of the cushion while vibrations are applied to the cushion. Use of this method with subjects who do not have sensation could be dangerous.
Methods have also been developed to characterize seated transmissibility with a laboratory technique that includes mathematical models to represent the dynamic response of the human body [22] [23] . With this approach, the dynamic behavior of the WC cushions can be characterized with laboratory equipment without risk for individuals. If transmissibility measured with human subjects was shown to be similar to that measured according to a mathematical model, future work characterizing cushions could be performed without human subjects, thereby reducing the complexity and cost of these studies.
This work characterized and compared transmissibility of seat cushions in two ways: by directly measuring transmissibility while nondisabled individuals propelled a manual WC through a road course and by using a material testing system (MTS) to characterize cushion stiffness, which was then input into a mathematical model of the human-cushion system. We hypothesized that transmissibility measured with an MTS and in human subjects would be correlated, which would suggest that future characterization could be performed with the MTS alone. We also hypothesized that significant differences would exist in the transmissibility of commercially available WC cushions in the range of harmful vibrations (4) (5) (6) (7) (8) (9) (10) (11) (12) . This would be of great importance to clinicians when making decisions for cushion selection and prescription for individuals looking for greater comfort and reduced vibration effects (but minding pressure sore prevention).
THEORY AND METHODS

Cushions
Seven commercially available WC cushions were selected based on advice from clinicians from the Department of Veterans Affairs (VA) Pittsburgh Healthcare System (VAPHS) Wheelchair and Seating Clinic and the Center for Assistive Technology at the University of Pittsburgh. New WC cushions were borrowed from the VAPHS Wheelchair and Seating Clinic and are listed in Table 1 and shown in Figure 2 .
Laboratory measurements of seated vibration transmissibility were undertaken with data from both human subjects and WC cushion dynamic characterization from the MTS (858 Bionix II, actuator model 244.12lf, 6 in. vertical stroke, pump model 505.11, MTS Systems Corporation; Eden Prairie, Minnesota). Left, comparison of (1) independent dynamic characterization of the wheelchair (WC) cushion represented by input acceleration below cushion (x i (t)) under output acceleration at cushion surface (x o (t)); and (2) current methods to measure vibration transmissibility represented by input acceleration below cushion (a i (t)) under output acceleration at head (a  (t)). Right, free-body diagram of comparison on left. Bottom, dynamic stiffness model S() of cushion when measured with SIT-BAR attached to material testing system (MTS) and force platform.
Dynamic Characterization of Wheelchair Cushions
It is possible to estimate seated transmissibility by determining the seat's dynamic stiffness [8] . The dynamic stiffness, S(), of the seat is the complex ratio of the force to displacement in the frequency domain (expressed in hertz) and is given by Equation 1:
where F() is the force transmitted by the seat and x() is the relative displacement of the seat cushion. x() can also be expressed in terms of its second differentiation () (i.e., acceleration):
Therefore, the dynamic stiffness expressed in terms of the force transmitted by the seat and the acceleration recorded below ( b ()) and above ( s ()) the seat cushion is
The dynamic stiffness can also be determined by making the indenter vibrate while the cushion is static [8] . The seat dynamic characterization with the moving indenter may be represented by the function where K is the static stiffness and C is the viscous damping of the seat. Using Equation 4, we can calculate the K and C for each cushion with curve-fitting methods. Note that K and C may vary based on the preload of the indenter.
The dynamic stiffness of each cushion in this study was determined by exposing each cushion to 100 s of random vibration (±4 mm maximum displacement, peakto-peak acceleration with a flat power spectral density [PSD] over the range 0.5-20.0 Hz) under six different preload conditions (300-800 N in 100 N increments) with the MTS. The loads and vibrations were applied to the seat surface with a SIT-BAR indenter [8] (Figure 3 ) attached to the MTS actuator. The reaction force below the cushion was measured with a 4550 Bertec force plate (Bertec Corporation; Columbus, Ohio) that was rigidly attached to the MTS base. Acceleration of the SIT-BAR was measured with a three-dimensional (3-D) accelerometer (CXL10LP3, ±10 g, 0-100 Hz, Moog Crossbow; Milpitas, California). Force and acceleration measurements were acquired at 200 Hz with an analog-to-digital acquisition card (DAQCardTM-6024E, National Instruments Corporation; Austin, Texas) and LabView Signal Express software (National Instruments Corporation). An algorithm was developed in MATLAB (The MathWorks, Inc; Natick, Massachusetts) to estimate the dynamic stiffness transfer function (Equation 4) from the acquired signals in the frequency domain and to compute the K and C dynamic parameters from the modulus of the dynamic stiffness:
. Nonlinear least-squares curvefitting methods were used with an optimization algorithm (parameters were obtained with the MATLAB Curve Fit Toolbox). Figure 4 shows the experimental setup, and the diagram on the bottom of Figure 1 conveys the mathematical representation of the system. Measurement of dynamic stiffness was performed three times per cushion at each preload.
Measurement of Seated Transmissibility with Human Subjects
Measurements of seated transmissibility were obtained for each seat cushion during field tests with 14 nondisabled human subjects. Informed consent and demographic information (sex, age, height, and weight) were gathered before each participant performed the field test (mean ± standard deviation weight: 73.15 ± 12.73 kg and height: 1.71 ± 0.11 m). Each person was asked to propel the same rigidframe WC (Quickie GP, Sunrise Medical; Stourbridge, United Kingdom) over a WC road course (WRC) to simulate activities of daily living while seated on each of the seven cushions. Each seat cushion was adjusted for each participant as indicated by the manufacturer. Measurements of accelerations at the WC-cushion interface and at the cushion-human interface were recorded using two 3-D accelerometers (Moog Crossbow) both located at the midline of the body under the ischial tuberosities. One accelerometer was placed under the cushion and attached to the WC frame using a 5/16 in.-thick aluminum seat pan ( Figure 5 ). The second accelerometer was mounted in a SIT-BAR indenter and placed above the cushion for the subject to sit on ( Figure 5) . The SIT-BAR and seat-pan instrumentation were positioned and aligned as defined in ISO 2631-1 and ISO 10326-1 [14, 24] . Data acquisition was performed using the same equipment and at the same frequency as described in the previous MTS section.
The WRC was created to replicate obstacles that WC users encounter in activities of daily living [17] [18] . Obstacles included in the WRC were two 5 cm curb descents, a dimple strip mat, three sine-wave bumps (2.5, 5.0, and 7.5 cm, respectively), a simulated door threshold, industrial carpet, and a rumble bump mat. The WRC and the obstacles are shown in Figure 6 . Individuals propelled the WC in their most comfortable erect posture and at their self-selected velocity. The trial was repeated three times by every subject for each of the seven randomly presented cushions. The participants were allowed to rest or get out of the WC between trials.
Prior to data collection, each subject was trained in the WRC at least once to familiarize them with the obstacles. Figure 1 shows the WC-seat-human system for this experiment. Seated transmissibility was calculated by the given equation:
where T() is the seated transmissibility, o () is the output acceleration measured under the cushion, and i () is the input acceleration measured above the cushion.
An algorithm written in MATLAB was developed to estimate the averaged transfer function (i.e., seated transmissibility) from the input and output acceleration signals for all the subjects and for each type of cushion at each sensor site (WC frame and seat surface).
Mathematical Models of Seat Transmissibility
Due to the dynamic interplay between the human body and the cushion, cushion vibration transmissibility from the MTS data must be calculated taking into account the response of the human body seated on it [8] . Wei and Griffin have developed different mathematical models for the human body that can be used to represent a person seated on a dynamic seating system (when vibrations occur) [23] . To predict seat vibration transmissibility without exposing human subjects to vibration, we used two mathematical models of the apparent mass of the human body (i.e., one-degree-of-freedom [ODOF] and two-degree-of-freedom [TDOF] models) in conjunction with the mechanical model of the seating system characterized previously and illustrated in the bottom of Figure 1 . This methodology has already been shown to be appropriate for investigating seat dynamic performance from separate measurements of seat dynamic stiffness and the apparent mass of the human body [22] . The ODOF and TDOF models used to represent the cushionhuman body response to vertical vibrations are shown in Figure 7 . Both models are represented by a support structure, m, and one or two mass-spring-damper systems (i.e., K 1 , C 1 , m 1 and/or K 2 , C 2 , m 2 ) that represent different parts of the human body supported by tissues. The model parameters K 1 , C 1 , K 2 , C 2 , m, m 1 , and m 2 (obtained by Wei and Griffin from the analysis of measurements of the apparent masses of 60 persons [22] [23] ) are shown in Table 2 . The K and C represent the seat dynamic parameters obtained from the characterization of each seat cushion in the first section of this study. For the ODOF model only, the mass was changed according to the averaged assumed sitting weight for all the subjects in the second section of this study. In other words, the term (m + m 1 ) of the polynomial D was made equal to 75 percent of the average total weight for all the subjects, as indicated in a previously cited study [23] .
Vibration Dose Value of Wheelchair Cushions
Vibration dose value (VDV) is a vibration evaluation method defined by ISO 2631-1 [14] that is sensitive and useful for evaluating transient vibrations with occasional shocks. The VDV unit is meters per second to the power of 1.75 and is defined as where a w (t) is the instantaneous frequency-weighted acceleration and T is the duration of the measurement.
Vibration frequency content and axis have different effects on health than on comfort, perception, and motion sickness. To appropriately evaluate the effects of vertical vibrations on the health of seated humans, we applied a frequency-weighting filter as indicated by ISO 2631-1 [14] to the measured input and output accelerations before VDVs were estimated for both vibration measurements. The input and output accelerations were collected at the WC frame below the cushion and between the person and the cushion with the SIT-BAR during the WRC test. The transmissibility of each cushion was calculated with the VDV as defined in Equation 14:
where VDV i is the VDV estimated with the input acceleration data and VDV o is the VDV estimated with the output acceleration data, both estimated over the entire WRC. 
Statistical Analysis
After testing for normality, we performed two statistical analyses with repeated measures one-way analysis of variance (ANOVA) to evaluate whether differences existed (1) in the measured and estimated ODOF and TDOF transmissibility for all the seating systems and (2) in the estimated VDV transmissibility for all the seating systems. If significant differences were present, a Sidak post hoc analysis was performed for each ANOVA. Additionally, a correlation analysis was performed between predicted transmissibility obtained with the ODOF and TDOF models and the measured values of transmissibility with the WRC test. Figure 9 shows the measured modulus of the dynamic stiffness, , of the seven seating systems for all the preloads (300-800 N). All curves of the modulus of the dynamic stiffness over the range of loads (300-800 N) were fitted within the 95 percent goodness of fit to estimate stiffness and damping values. The estimated stiffness and the damping parameters for the seven different seating systems are shown in Table 3 . All the cushions show increases in the stiffness and damping characteristics with increments in the preload. The Comfort Mate Foam (Invacare; Elyria, Ohio) and the Zoombang Protective Gear with Foam (Invacare) had the largest stiffness and damping values compared with the other cushions. The Jay J2 Deep Contour (Sunrise Medical) cushion had the lowest stiffness coefficients over the preload range, whereas the Meridian Wave (Varilite; Seattle, Washington) cushion showed the lowest damping coefficients. The former pair of seating systems also had the highest rate of increase in both the stiffness and damping parameters with increasing preloads. The Jay J2 Deep Contour and the Meridian Wave cushions had the lowest rates of increase of damping, and the Jay J2 Deep Contour and the ROHO LOW PROFILE (The ROHO Group; Belleville, Illinois) had the lowest rates of increase of stiffness.
RESULTS
Dynamic Characterization of Wheelchair Cushions
Measurement and Prediction of Cushion Transmissibility with Nondisabled Subjects and Mathematical Models
Fourteen subjects participated in the WRC test to measure and estimate vibration transmissibility of seven seating systems. Figure 10 shows the averaged measured seat transmissibility obtained in the WRC test of the seven seating systems compared with the ODOF and TDOF models of the seat transmissibility calculated with Equations 11 and 12. As can be seen from these figures, all seating systems amplified vibrations in a frequency range harmful to humans when measured or predicted with mathematical models. However, neither ODOF nor TDOF models accurately predicted measured seat transmissibility during the WRC test. Both models overestimated seat transmissibility during WC propulsion at low frequency ranges (below 8 Hz). In addition, the models predicted lower seat transmissibilities at frequencies between 8 and 12 Hz, which underestimated measured seat transmissibilities during the WRC test.
An average PSD of the input vibration exposure of the subjects in the WRC test is shown in Figure 10 (bottom right corner). This figure shows that the spectral content is not the same throughout the frequency range from 0-20 Hz and differs from the flat spectrum the cushions are subjected to with the MTS. The PSD of the vibration exposure during the WRC test is higher at frequencies from 8-20 Hz than frequencies below 8 Hz.
A summary of the maximum measured and predicted transmissibilities and corresponding frequencies for the seven seating systems are listed in Table 4 Maximum seat transmissibility and frequency estimations from the ODOF and TDOF models were significantly higher than those measured in the WRC test. After logtransformation of data was performed for normality, we performed repeated-measures ANOVA with Sidak adjustment for multiple comparisons. We found significant effects of the methods used on both the transmissibility and the corresponding frequency (F = 24.127, df = 2,  < 0.001; and F = 13.352, df = 1.084,  = 0.009, respectively). Sidak post hoc analysis results showed a significant effect on transmissibility between measured data and ODOF model predictions (p = 0.02,  = 0.05) and between measured data and TDOF model predictions (p = 0.001,  = 0.05) and a Figure 11 shows the VDV transmissibility measured in the WRC test. After log-transformation of data was performed for normality, we performed repeated-measures ANOVA with Sidak adjustment for multiple comparisons. We found significant effects of cushion on the VDV trans- In the same way, the Meridian Wave cushion showed similar stiffness but lower damping to the air group cushions. This may be due to the low stiffness of its foam base component (lower than the foam cushion), which contrasted with the higher stiffness of the compartments of the ROHO cushions during compression. On the other hand, the Jay J2 Deep Contour cushion showed low values of stiffness and damping. The viscous gel contained in this cushion behaves like a solid during highimpact vibrations and is not good for suppressing vibrations [20] . It was observed that the gel slowly moved out of the area under the indenter, which may have decreased its dynamic stiffness. As preload increased, this effect was more noticeable and may have been a consequence of using the SIT-BAR as the indenter, although it is the industry standard for measuring vibration exposure under the seated individual. This effect occurs with WC users as well. Figure 10 and Table 4 show that the ODOF and TDOF models failed to predict the seat transmissibility obtained in the WRC test. A possible reason for this could be that the ODOF and TDOF mathematical models were developed to fit seat transmissibility data obtained by directly vibrating human subjects with a vibrator table excited by random vibration with a flat acceleration PSD over the range 1-30 Hz [22] , whereas the frequency content of the vibration produced by the WRC was variable. In addition, the WRC may not excite all modes of the Table 3 . Stiffness and damping parameters, K (in N/m) and C (in Ns/m), of seven wheelchair cushions over range of preloads (300-800 N). cushion, and those that are excited may not be excited with equal power. A PSD of the input vibration exposure of the subjects in the WRC test is shown in Figure 10 (bottom right corner). This figure shows that the spectral content is neither flat nor the same throughout the range from 0-20 Hz. In addition to the PSD of the input vibration, other factors could affect seat transmissibility measures. For instance, subjects' body position (i.e., leg and back position, contact with backrest, contact with footrest, and arm support) has been show to affect seat transmissibility measurements [8] . Asking individuals to propel the WC may have had an important effect on their body position and load distribution on the seat, thereby affecting seat transmissibility measurements. For example, leaning forward off of the backrest has been shown to decrease the resonance frequency [8] . With vibrations at a frequency just above resonance, subjects' leaning forward off of the backrest also caused significant decreases in seat transmissibility [8] . In addition, during the WRC test, the individuals had support for their feet, had to lean forward to ride the WC over obstacles (especially for the ramp and the sine-wave bumps), and had constant hand contact with the hand rim of the rear wheels. Furthermore, changes in trunk position during WC propulsion may also have a significant effect on the center of mass of the body (i.e., the total load applied on the seat). Because seat transmissibility is a function of both the apparent mass and the dynamic stiffness of the cushion, changes in the load applied on the seat cushion (as either a preload or the subject's apparent mass) may have significantly affected seat transmissibility measurements. An example of the effect of changes in preload on the dynamic stiffness of the cushion is clearly illustrated in Figure 9 . Some studies have also found very little effect on vertical seat-to-head transmissibility measurements when vibrating the same subject without change of posture, whereas varying the body posture to a more erect position significantly increased the transmissibility at all frequencies above 3 Hz. Table 4 shows significant decreases in maximum seat transmissibility and corresponding frequency during the WRC, which were probably caused by changes in body position. Furthermore, increasing user contact with the seat surface while the user "pulls-up" against the hand rim has been shown to decrease accelerations measured at the head [25] . Although pull-ups were not allowed in this study, subjects' use of the hand rim while traversing obstacles in the WRC may have had an effect on the amount of user contact with the seat surface, thereby changing the acceleration experienced at the user-seat interface. Additionally, individuals in the WRC propelled the WC at self-selected speeds that were not constant among all the participants. Variations in speed cause variations in vibration magnitude and frequency, which can affect the cushion-human system, thereby affecting seat transmissibility and resonance frequency measurements [8] . Griffin and Erdreich point out that increases in vibration magnitude produce decreases in seat transmissibility and resonance frequency [8] . The WRC includes obstacles that produce highmagnitude vibration impacts (e.g., the double curb descent shown in Figure 6 ), which may also contribute to reductions in maximum transmissibility and corresponding frequency. To measure seat vibration, we collected acceleration measurements at the human-cushion interface using the SIT-BAR to attach the accelerometers instead of the interface device developed by the Society of Automotive Engineers (SAE), the SAE pad [8] , which was used for the development of the mathematical models. This may have had an effect on the cushion's surface deformation (especially for the gel cushion as it shifts the body down), the participant's position on the cushion, and the body contact area, thereby affecting transmissibility measurements. Unlike the SIT-BAR, the SAE pad is a thin "semi-rigid" ring that adjusts to the surface of the seat when loaded [8] . We preferred the SIT-BAR because its contour is similar to the human buttocks [8] and its rigid material and thickness allow it to be easily attached to the MTS. Finally, although the WC was not fit to participants as it would be to a client, the use of a single WC helped eliminate the effects of different WC types on the vibration transmissibility.
Vibration Dose Values of Wheelchair Cushions
Load (N)
Although a drawback of this study was that the transmissibility measured with the MTS and on the WRC did not correspond well, we demonstrated the challenge of trying to accurately model WC propulsion with simple mathematical models. Future work will explore how to improve these models to better represent vibration transmission during WC propulsion and avoid use of disabled subjects for testing dynamic stiffness and measuring seat transmissibility. As a first step, we plan to develop a dynamic road simulator so subjects can be exposed to prescribed vibrations while acceleration measurements are collected above the cushion and at the head.
Significant differences were found between the VDV transmissibility measured on the WRC and the transmissibility from the models. These results may have important implications for WC cushion recommendations and selections for active WC users who are exposed to WBV on a daily basis. [20] and suggest that air-based cushions, or those with an air component, may be better at reducing vibration transmissibility than foam-or gel-based cushions.
It is important to note that the WRC test and VDV transmissibility methods produced different results. While VDV is an evaluation method whose output is a single value over the entire range of frequencies that does not provide information at specific frequencies, the WRC test is a means to simulate and measure vibrations over a range of frequencies and does not provide an assessment score. Moreover, the VDV method applies a weighted frequency filter to the acceleration data for VDV transmissibility estimation. The filter weights those accelerations at frequencies more dangerous for health.
Future research to characterize WC cushions should investigate the use of other indenters. For example, the rigid cushion loading indenter described by ISO 16840-2 may be a better representation of human anatomy than the SIT-BAR and may provide more accurate measurements of seat dynamic stiffness. Dynamic stiffness values are input parameters for mathematical models of humancushion systems. In addition to measurements of the dynamic response of WC cushions to vibration (such as those provided in this study), future studies should include measurements of the cushion's ability to absorb impacts related to curb descents and other obstacles as defined by ISO 16840-2 [26] . For instance, Sprigle et al. found different results than those found in this study regarding the ability of foam cushions to absorb vibrations and impact [27] . Yet Sprigle et al. used initial impact accelerations and rebounds as metrics of vibration and impact absorption rather than seat transmissibility. Their results showed that a 3 in.-flat foam cushion decreased initial impact acceleration during impact loading more than the other cushions in the test, suggesting greater dampening characteristics. Still the authors point out that more research is needed to relate results to clinical outcomes.
A final limitation of this study was the assumption that WC users can be represented by nondisabled subjects. It has been shown that disabled subjects have different biomechanics and body characteristics than nondisabled subjects, thereby affecting measurements of seat transmissibility. Future investigations should consider these factors when examining dynamic seat response to vibrations.
Future research should attempt to collect vibration exposure in the community for long durations. Combined with accurate measures of cushion transmissibility and comfort levels, this exposure data would be helpful in determining the health risks posed to the WC user and which cushions would reduce that risk. As a final recommendation, future work should also focus on objective measurements of ride comfort and back pain levels to explore their relationship with vibration exposure.
CONCLUSIONS
Selection of a WC cushion is critical to the health and safety of the WC user, especially if he or she has lost sensation. The most important variables driving the selection of a cushion are the pressure-relieving properties, weight, thermal properties, and ability to be cleaned.
In this study, we demonstrated that transmissibility is another important characteristic to consider, as most cushions amplify vibrations ( Table 4 ; T > 1.0). Air-based cushions outperformed the gel-and foam-based cushions and should be considered when selecting a cushion to help reduce vibration exposure or as a precaution against spinal pain.
Our transmissibility measurements calculated using the MTS and on the WRC did not correlate well, indicating that future work needs to focus on developing mathematical models of the body that better predict the dynamic response that occurs when propelling a WC. The development of such mathematical models will have important repercussions on WC cushion design and the prevention of health consequences when subjects test cushion dynamic stiffness. 
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Cushions
Dynamic Characterization of Wheelchair Cushions
The dynamic stiffness of each cushion in this study was determined by exposing each cushion to 100 s of random vibration (±4 mm maximum displacement, peakto-peak acceleration with a flat power spectral density [PSD] over the range 0.5-20.0 Hz) under six different preload conditions (300-800 N in 100 N increments) with the MTS. The loads and vibrations were applied to . Nonlinear least-squares curvefitting methods were used with an optimization algorithm (parameters were obtained with the MATLAB Curve Fit Toolbox). Figure 4 shows the experimental setup, and the diagram on the bottom of Figure 1 conveys the mathematical representation of the system. Measurement of dynamic stiffness was performed three times per cushion at each preload.
Measurement of Seated Transmissibility with Human Subjects
Measurements of seated transmissibility were obtained for each seat cushion during field tests with 14 nondisabled human subjects. Informed consent and demographic information (sex, age, height, and weight) were gathered before each participant performed the field test (mean ± standard deviation weight: 73.15 ± 12.73 kg and height: 1.71 ± 0.11 m). Each person was asked to propel the same rigidframe WC (Quickie GP, Sunrise Medical; Stourbridge, United Kingdom) over a WC road course (WRC) to simulate activities of daily living while seated on each of the seven cushions. Each seat cushion was adjusted for each participant as indicated by the manufacturer. Measurements of accelerations at the WC-cushion interface and at the cushion-human interface were recorded using two 3-D accelerometers (Moog Crossbow) both located at the midline of the body under the ischial tuberosities. One accelerometer was placed under the cushion and attached to the WC frame using a 5/16 in.-thick aluminum seat pan ( Figure 5) . The second accelerometer was mounted in a SIT-BAR indenter and placed above the cushion for the subject to sit on ( Figure 5) . The SIT-BAR and seat-pan instrumentation were positioned and aligned as defined in ISO 2631-1 and ISO 10326-1 [14, 24] . Data acquisition was performed using the same equipment and at the same frequency as described in the previous MTS section.
Mathematical Models of Seat Transmissibility
Due to the dynamic interplay between the human body and the cushion, cushion vibration transmissibility from the MTS data must be calculated taking into account the response of the human body seated on it [8] . Wei and Griffin have developed different mathematical models for the human body that can be used to represent a person seated on a dynamic seating system (when vibrations occur) [23] . To predict seat vibration transmissibility without exposing human subjects to vibration, we used two mathematical models of the apparent mass of the human body (i.e., one-degree-of-freedom [ODOF] and two-degree-of-freedom [TDOF] models) in conjunction with the mechanical model of the seating system characterized previously and illustrated in the bottom of Figure 1 . This methodology has already been shown to be appropriate for investigating seat dynamic performance from separate measurements of seat dynamic stiffness and the apparent mass of the human body [22] . The ODOF and TDOF models used to represent the cushionhuman body response to vertical vibrations are shown in Figure 7 . Both models are represented by a support structure, m, and one or two mass-spring-damper systems (i.e., K 1 , C 1 , m 1 and/or K 2 , C 2 , m 2 ) that represent different parts of the human body supported by tissues. The model parameters K 1 , C 1 , K 2 , C 2 , m, m 1 , and m 2 (obtained by Wei and Griffin from the analysis of measurements of the apparent masses of 60 persons [22] [23] ) are shown in Table 2 . The K and C represent the seat dynamic parameters obtained from the characterization of each seat cushion in the first section of this study. A, B, D, E, F, G, H, L, M, and N are the polynomials of Equations 11 and 12 as defined in Figure 8 and simplified in the previous equations to improve readability.
For the ODOF model only, the mass was changed according to the averaged assumed sitting weight for all the subjects in the second section of this study. In other words, the term (m + m 1 ) of the polynomial D was made equal to 75 percent of the average total weight for all the subjects, as indicated in a previously cited study [23] .
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CONCLUSIONS
Our transmissibility measurements calculated using the MTS and on the WRC did not correlate well, indicating that future work needs to focus on developing mathematical models of the body that better predict the dynamic response that occurs when propelling a WC. The development of such mathematical models will have important repercussions on WC cushion design and the prevention of health consequences when subjects test cushion dynamic stiffness.
